Abstract-
Introduction
Real-time wireless monitoring of the human body's vital signs has the potential to transform medical monitoring and reduce the cost of healthcare. In the United States alone, wireless vital signs monitoring devices are forecast to reduce healthcare costs by around $200 billion over the next 25 years [1] . Medical Vital Signs Monitors (VSM) continuously monitor the patient. Biosensor data is wirelessly communicated to doctors and nurses via the hospital's IT system. Wearable monitors enable patients to remain mobile, yet facilitate early detection and improved patient care. It is clear that wearable medical systems, such as VSM's need to be comfortable to wear, low size and profile to maintain patient comfort and high efficiency to maintain reliable communications links [2] . Additionally, and vital to the success of these innovations, are that they are ultra-low cost and hence, disposable, to avoid risk of patient infection [3] .
In this work, a compact low-profile microstrip patch antenna was developed, suitable for integration into commercial vital signs monitors. The antenna has been designed to be electrically small to conform to the physically constrained VSM systems.
A. Wireless Vital Sign Monitors
Wireless VSMs measure heart rate, temperature and respiration rate. To do this, they use an impedance harness, which is connected to the skin using conductive electrodes. Broadly, the device incorporates low-power digital processing technology, RF circuitry and an antenna. To fully characterize the performance of the antenna, all system components need to be present. To develop and analyse the performance of wearable antenna designs, a repeatable measurement test-bed was developed. The test-bed is proven to be representative of the actual device environment [4] . In this context, it is electromagnetically representative of the spread in properties that the environment will have on the radio system. The environment for this medical application is the tissue composition of the thorax region of the human population, where the VSM will be attached with conductive electrodes.
B. Wearable Antennas
Wearable antenna designs with relatively large bandwidths are generally derivatives of dipole and monopole designs. These antennas tend to be planar (2D) structures, not having a ground plane between the radiating element and tissue surface [5] . Although they are low-profile and can be conformal to the surface of the body, they suffer from significant antenna-body coupling and poor radiation efficiency when placed in close proximity to the tissue surface. However, they mitigate against resonant frequency shifts due to their relatively large bandwidth characteristics and can be easily manufactured using single layer printed manufacturing techniques [4] . High performance wearable antennas with optimal radiation efficiency tend to have a groundplane, such as microstrip patch antennas [2] . These antennas generally have a significant height dimension, requiring more than one layer for construction. Wearable microstrip antennas with height dimensions of 5 -10 mm were found to give good performance at 2.45 GHz [2] . MPAs are generally constructed on dielectric substrates with a dielectric spacing media between the radiating element and groundplane. The groundplane, if physically large, can significantly reduce the coupling to the human tissue and thus, reduce resonant frequency shifts and improved radiation efficiency. However, they have relatively narrow bandwidths (high Q-factor). Therefore, wearable designs must be optimized to ensure small deviations in resonant frequency do not result in the antenna having poor radiation characteristics at the frequency band of interest (impedance mismatch losses).
In this work the proposed microstrip antenna (Fig. 1) is comprised of a groundplane with a radiating patch element (40 mm x 22 mm) spaced 5 mm from the ground plane using low permittivity foam. The antenna was prototyped using Rohacell HF51 foam (ε r =1.07) and copper. As the antenna does not require the use of high performance dielectrics, it
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II. Measurement Methodology
Vital sign monitors used in real-life applications will be required to operate faultlessly on a diverse range of human test-subjects. The physical layer performance of these devices is key to robust and reliable communication links [6] . It is therefore essential that antennas designed for use in these applications, operate on a broad range of tissue composition and morphologies, representative of the actual operating environment. An antenna test-bed which is representative of a broad range of tissue compositions would ideally have variable tissue thicknesses, where the wearable antenna performance bounds could be established. The objective would be to verify that a device operating on any human test subject would fall within the performance bounds as measured on the test-bed. This could be achieved by selecting the optimal tissue thicknesses to give the maxima and minima performance metrics of the antenna, namely, impedance match (s 11 ) and insitu radiation efficiency.
The proposed phantom concept is a layered tissue design (Fig. 2) , based on the geometry of a first generation phantom [2] . The phantom is comprised of three tissue layers, namely, skin, fat and muscle tissue. Physically, the phantom has a solid skin and fat tissue layer with a liquid center layer. The inner layer, representative of subcutaneous adipose tissue (SAT) also acts as a container for the liquid core. The materials are representative of tissue properties in the 800-2500 MHz band. Furthermore, the SAT layer thickness can be adjusted by inserting additional close fitting blocks of SAT material. By adjusting the thickness of the SAT layer, the antenna performance bounds were established. On the Lean-Side (LS) of the phantom, the fat tissue layer was 4 mm. On the ThickSide (TS) of the phantom, the tissue layer representative of fat tissue was 25 mm thick. These layer thicknesses gave maximum deviation in both return loss and radiation efficiency [4] .
A. Simulated Results
The antennas were designed using SEMCAD-X FDTD numerical modeling software. To evaluate the on-body performance, the antennas were optimized to be resonant at the operating frequency when placed in close proximity to the tissue surface. The return loss as a function of frequency and the in-situ radiation efficiency were used as metrics for antenna performance. Antenna-tissue separation distances of between 5-9 mm are expected for a VSM patch fixed to the thorax region. The numerical model assumes a uniform separation distance. Fig. 3 shows the 3D phantom mounted radiation pattern of the antenna. The antenna radiation plot shows maximum gain normal to the tissue surface, which is optimal for the off-body propagation channel [7] . 
B. Measured Results
The MPA antenna was prototyped using copper with a Rohacell foam dielectric spacer with permittivity close to air (Fig. 4) . The return loss (s 11 ) and the radiation efficiency of the VSM antenna were measured on the physical tissue phantom in a Bluetest reverberation chamber, Fig. 5 and Fig. 6 , respectively. The antennas were mounted 5 mm and 9 mm from the phantom surface using Rohacell foam. Fig. 5 results show that there is a small shift in resonant frequency for the antenna mounted 5 mm from the Thick-Side (TS) and the Lean-side (LS). There is good agreement between simulated and measured results in that; there was an insignificant shift in resonant frequency between both sides of the phantom. Antenna-tissue decoupling was achieved by optimizing the size and shape of the groundplane between the radiating element and tissue surface. The bandwidth of the antenna in both cases is approximately 10 MHz, suitable for the 868 MHz ISM band, which has has a frequency band of 863-870 MHz. The prototype antenna resonant frequency can be increased by adjusting the resonant length of the MPA. The measured radiation efficiency results as a function of frequency are presented in Fig. 6 . Key results have been extracted and presented in Table I . Table I compares the simulated and measured average (over the -10dB bandwidth of the antenna) radiation efficiency. The antenna maintains relatively high radiation efficiency and is not significantly degraded by proximity to different tissue compositions. The groundplane size has been minimized where possible. Improvements in the radiation efficiency may be achieved by extending the groundplane around the perimeter of the radiating element. 
C. Conclusion
A physically compact antenna suitable for integration into low cost vital signs monitors has been presented. The antenna shows good wearable performance when placed in close proximity to the antenna test-bed phantom. Further antenna impedance optimization is required, to ensure the full impedance bandwidth for the antenna is realized. The antenna maintains its performance as a function of separation distance and tissue composition and is a promising candidate for applications where the wireless system must operate on multiple users. The 8th European Conference on Antennas and Propagation (EuCAP 2014)
